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            Abstract
          
        

        
          본 논문에서는 IRFPA 픽셀의 응답 특성을 분석하고, 다양한 보정점 조합에 대한 선형 근사 오차를 비교하여 최적의 보정점을 선정하는 방법을 제안한다. 이를 위해 흑체 온도 변화에 따른 픽셀 응답 데이터를 기반으로 응답 곡선을 생성하고, 보정점 위치에 따른 보정 오차를 정량적으로 분석하였다. 또한 동일한 데이터에 대해 2-point NUC와 multi-point NUC를 적용하여 보정 성능을 비교하였다.

        

        
          
            초록
          
        

        
          In this study, we analyzed the response characteristics of individual pixels in an infrared focal plane array and developed a method for selecting the optimal calibration-points by comparing the linear‑approximation errors associated with various calibration‑point combinations. To this end, we first generated pixel response curves based on the measured responses to varying black‑body temperatures, and then quantitatively evaluate the calibration error as a function of the calibration‑point locations. We applied both two‑point non-uniformity correction (NUC) and multi‑point NUC to the same dataset and compared their respective correction performances.
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